[Brush abrasion with 27 commercial composites and their surface changes in the scanning electron microscope].
Twenty-seven commercially available composites and three amalgams were examined under practical test conditions in terms of their abrasion behavior during brushing. Differences in wear of more than the factor 10 were established. In addition, quite different surface alterations are produced which can be explained by the special abrasion mechanism.